JOURNAL OF RESEARCH of the National Bureau of Standards 
Vol. 86, No. 1, January-February 1981 

The Ref reactivity of Air 

Frank E. Jones* 

National Bureau of Standards, Washington, DC 20234 
July 23, 1980 



The air density equation of Jones, Edlen's dispersion formula for standard air, and Edlen's empirically- 
derived expressions for the effects of Co 2 abundance and water vapor partial pressure on refractivity have been 
combined into a simplified equation for the refractivity of air, and estimates have been made of uncertainties in 
calculated refractivity. Under ambient conditions typical of metrology laboratories, the agreement between the 
simplified equation and Edlen's formulation is well within the uncertainty in each. The simplified equation is 
valid in the visible region. 
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1. Introduction 

In metrological applications of wavelengths of light in air, 
it is necessary to calculate the wavelength at ambient condi- 
tions of temperature (T), pressure (P), effective water vapor 
partial pressure (e), and C0 2 abundance (x C oJ, using the 
refractive index of air under these conditions. The relation 
between X vo <:, the vacuum wavelength, X air , the wavelength 
in air, and n, the refractive index of air, is \ vac — n X a . r . 
Edlen [1] l has derived a dispersion formula for standard air 
(T = 288. 15K, P = 101325 Pa, e' = 0, x C o 2 = 0.0003 by 
volume) and a formulation for the refractivity of ambient 
air, (n — l), p /. Edlen's formulation is in general use in 
metrology. Jones [2] has recently published a reformula- 
tion of the equation for the density of air and applied it to 
the transfer of the mass unit. It is the purpose of the present 
paper to combine the air density equation, Edlen's disper- 
sion formula for standard air, and Edlen's empirically- 
derived expressions for the effects of C0 2 abundance and 
water vapor partial pressure on refractivity, and in so doing 
to develop a simpler formulation and to estimate uncertain- 
ties in the calculated refractivity. 

The Edlen 1966 [1] dispersion formula for standard air is 

(n-l) s x 10 8 = 8342.13 + 2406030 (130-O 2 )- 1 + 

15997 (38.9 -o 2 )" 1 , (1) 

where n is the refractive index, o is the vacuum wave num- 
ber, (1/A vac ), inpim" 1 and standard air is dry air at 288.15K, 



101325 Pa and a C0 2 abundance of 0.0003 by volume. Ed- 
len [1] expressed the refractivity, (n— l), p of dry air at tem- 
perature t (in °G) and pressure p (in torr) as 



(n-l), p = K x D tp , 



(2) 
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where K x [3] is a dispersion factor which is independent of t 
and p, and the density factor, D, p , is 

D, P = P (l+ e t p)l{(X + «* ~ {n ~ 6 1),p ]}> (3) 

where a = 1/273.15 and e, is a factor which multiplies p in 
an expression for the nonideality of the gas. By substituting 
suitable values, (3) becomes 

D,p=P [1 +P (0.817-0.0133 0x 10" 6 ]/(1 +0.0036610 1). (4) 

For air with a C0 2 abundance of x by volume, Edlen derived 

(n - l) x = [1 + 0.540 {x - 0.0003)] {n - 1)„ (5) 
and, 

n tph - n tp = -h (5.722 4 - 0.0457 o 2 ) X 10' 8 (6) 

for the difference in refractive index of moist air holding h 
torr of water vapor at a total pressure p. (To avoid using the 
same symbol for two different quantities, in the present 
work h has been substituted for Edlen's/). 
From (4) and the relation 



(n - l), p = (n - 1), D tp /D„ 



(7) 
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Edlen's general formula is 



(n-l)„=^ 



I), 



720.775 



[1+p (0.817-0.0133 QxlQ- 6 ] 
[1 + 0.0036610 t] 



(8) 



where D,(= 720.775) is the density factor for standard air. 
Equations (5), (6), and (8) are generally combined in the 
calculation of the refractivity of moist air, in the visible 
region. 

2. Present Formulation 

In the following, the air density equation derived by 
Jones [2] will be incorporated into a refractivity equation. 
The density of moist air, q, is given by [2] 



Q = 



PM B 
RTZ 



[l-(l- 



18.0152 \_U_len (g) 
' 100 P J ' K ' 



M a 



where P is the pressure in Pa, M a is the apparent molecular 
weight of dry air, R is the universal gas constant, T is the 
temperature in kelvins, Z is the compressibility factor (the 
non-ideality of the air-water vapor mixture is reflected in 
the departure of Z from 1), Uis the relative humidity in per- 
cent, and / is the enhancement factor (a factor which ex- 
presses the fact that the effective saturation vapor pressure 
of water in air is greater than the saturation vapor pressure, 
e„ of pure phase over a plane surface of pure ordinary liq- 
uid water). Tables of Z, e, and /are provided in the appen- 
dix of the present paper. 

The Lorentz-Lorenz [4,5] formulation of the Clausius- 
Mossotti [6,7] equation can be expressed as 



n 2 -\ 



= C 



(10) 



n 2 +2 ~ M a ' 

2 
the left side of which can be approximated [1] by -^- (n — 1)» 

[l-(« — 1)/6]. Therefore, 

(*-!) = C'-S-[l--^]-\ 



M„ 



(11) 



where q, and M a are the density and apparent molecular 
weight, respectively, of dry air and C and C are constants. 
Since Q a = PMJRTZ[2], (11) becomes 



(n-l) = 

and for standard air, 
(n-l). = 



C'P 



RTZ[\ - i£L f IL ] ' 



(12) 



By dividing (12) by (13), 



(»-!)■ = 



6 



P/TZ 



[l _ i£ZiI] PJT& 



(n-l),. (14) 



By substituting the appropriate values of P, (101325 P a ), T, 
(288.15K) and Z, (0.99958 from table 1 in the appendix), (14) 
becomes 



(n-l) = 0.0028426 



^"[l ^- 1 )] (n " U 



(15) 



which, when rearranged, becomes 

(n-l) 2 - 6(n-l) + 0.0170556 (n-l) 5 • 

[l _ (""I)*] _Z_ = o. 
L 6 J TZ 

The appropriate square root of (16) is 

(n-l) = 3 - {9 - 0.0028426 (n-l), • 
[6 -(n-l),] 



(16) 



p v 



(17) 



TZ 



We shall return now to Edlen's development and com- 
bine (2) with (3): 



(n-l),„ = K x D tp = 



Kip (1 + e,p) 



(1 +at) [l-^k] 



(18) 



(1 + e,p) is recognized to be 1/Z, (1 + at) = 77273.15, and 
p = 760 P/101325; therefore, 



(n-l), P = 



760 X 273.15 KJ> 



1 



101325 



TZ u _ (n-l), P i 



(19) 



By comparing (19) with (12), K X R(760 X 273. 15)/ 101325 is 
seen to correspond to C . 

It remains now to combine (17) with Edlen's empirically- 
derived expressions for the effects of C0 2 abundance, (5), 
and water vapor partial pressure, (6), to arrive at the general 
expression: 

(n-l) = 3 - [9 - (n-l),[6-(n-l) x ] • 



0.0028426 



TZ 



V 



- f e , _g_ (0.042922 - 0.000343 a 2 ) X 10" 8 , (20) 



C'P, 



RT,Z,[\ 



(n-Dr 



(13) wnere e* is in Pa. Equation (20) corresponds to (8) combined 
with (5) and (6), i.e. Edlen's formulation [1]. The agreement 
between the refractivity of moist air calculated using (20) 
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and Edlen's formulation is illustrated for T = 293.15K, P 
= 101325 Pa, U = 50, x COl = 0.00043, Z = 0.99963 (from 
table 1),/ = 1.0041 (from table 2), e, - 2338 Pa (from table 
3) and X* = a" 1 = 0.6329912714 fim for an iodine stabilized 
helium-neon laser [8]. Using (20), (n - 1) = 27131.Q X 10" 8 ; 
using Edlen's formulation (n — l) tph = 27131.3 x ^ 8 - ^ or 
a more extreme case (T = 288. 15K, P = 70000 Pa, U = 50, 
xco 2 = 0.00080, Z = 0.99971,/ = 1.0030, e s = 1705 Pa, 
(for the same wavelength), (20) gives (n — 1) = 19069-5 X 
10" 8 , and the Edlen formulation gives (n — \) tph — 19068. j 
X 10" 8 . As will be demonstrated in the next section, the dif- 
ference between the results for the two formulations is well 
within the uncertainty of each. 

Equation (15) can be approximated by 



(n - 1) = 0.0028426 -E- (n - 1),; (21) 

TZ 

in the first of the above examples, the resulting change is 
0.02 X 10" 8 which is negligible. Equation (20) then becomes 

(»-lW = 0.0028426 -^.{n-\) x 
- fe, -^-(0.042922 - 0.000343 a 2 ) X 10" 8 , (22) 



where the subscript TPe' follows Edlen's convention, e = 
fe s U/\00. For a C0 2 abundance of 0.0003 by volume and 
a vacuum wavelength of 0.6329912714 [im (22) becomes 

(n - 1 W = (78.603 -^ - 0.042066/e, -^ ) X 10" 8 . (23) 

The variation of C0 2 abundance, x, can be incorporated in 
(23) by multiplying 78.603 by [1 + 0.540 (x - 0.0003)]. At 
NBS, a constant value of 1.0042 can be used for/ [2] with 
negligible effect on calculated (n — \) T p,-. Equation (23) 
then becomes 

(n - 1 W = (78.603 -^- - 0.042243 e, -^-) X 10" 8 . (24) 



3. Estimation of Uncertainties 

We follow the suggested practice of Eisenhart [9, 10] in 
stating separately the random and systematic components 
of the estimated uncertainties. The stated random compo- 
nent is one standard deviation; the stated systematic compo- 
nent is one-third of the half-width of the interval between 
the bounds on the systematic error. 

The uncertainties in calculated (n — \) T p.- due to 
estimated uncertainties [2] in P, T, Z, U, f, e„ and x can be 
estimated from equation (22). We shall not attempt to 
estimate the uncertainties in Edlen's [1] dispersion formula 



for standard air and his expressions for the effects of C0 2 
abundance and water vapor partial pressure. The state-of- 
the-art in pressure measurement [11] permits the measure- 
ment of pressure in a laboratory with a random relative 
uncertainty of less than ± 0.02 percent, calibration of 
pressure measuring instruments against a primary standard 
of pressure contributes a systematic relative uncertainty of 
about ± 0.003 percent. The corresponding uncertainties in 
(n — \) T p,- , in the first example above are ± 5.4 X 10 -8 and 
± 0.8 X 10" 8 

The measurement of temperature in the air path is poten- 
tially as critical as the pressure measurement, in terms of its 
effect on the uncertainty in the calculated {n — l) TPt -\ it is 
possible to make only a rough estimate of the uncertainty in 
the temperature measurement. If the vicinity of the path 
were instrumented with a network of thermopile junctions, 
the measurements would be expected to have a standard 
deviation of about ± 0.05K [12] and a systematic uncer- 
tainty of the order the ± 0.0 IK. The corresponding uncer- 
tainties in (n — \) T p,- in the first example are ± 4.6 X 10" 8 
and ± 0.9 X lO' 8 . 

The estimated systematic relative uncertainty in the 
compressibility factor, Z, for the first example is ± 0.0017 
percent. The corresponding uncertainty in (n — l) T p,' is ± 
0.5 X 10" 8 . 

The uncertainty in calculated (n — l)r/v due to humidity 
measurement can be estimated from the second term in (22). 
The state-of-the-art in humidity measurement [13] permits 
the measurement of relative humidity, U, with a random 
uncertainty of ± 0.5 percent relative humidity and a 
systematic uncertainty of ± 0.3 percent relative humidity. 
The corresponding uncertainties in (n — l)r/v in the first 
example are ± 0.5 X 10" 8 and ± 0.3 X 10" 8 . The uncer- 
tainties contributed by uncertainties in /and e, are negligi- 
ble [2]. 

The uncertainty in calculated (n — \) T p t - due to a varia- 
tion in C0 2 abundance, x, can be estimated from (5). In the 
first example, a variation in x of ± 0.0001 corresponds to a 
systematic uncertainty in (n — \) T p.- of ± 1.5 X 10" 8 . 

The overall random uncertainty in (n — l)nv, estimated 
by combining the random uncertainties by quadrature, is ± 
7.1 X 10" 8 . The overall systematic uncertainty, estimated by 
combining the addition, is ± 2.5 X 10" 8 . The systematic 
uncertainty due to variation in C0 2 abundance is necessar- 
ily not included. It should be emphasized that these uncer- 
tainties are based on the best possible measurements of P, T 
and U. 

4. Direct Determination of Air Density 

In 1967, Bowman and Schoonover [14] used a pair of 
stainless steel weights (one of which was hollow) of nearly 
equal mass but of grossly different volume to make direct 
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determination of the air density in a balance case, thus 
avoiding the uncertainties in the parameters and environ- 
mental variables in air density calculations. A similar 
scheme will be used in the transfer of the mass unit [15]. 

Having estimated the uncertainty in calculated (n — l) T p t - 
due to the uncertainties in the various variables to be about 
i 1 X 10~ 7 at the level of the equivalent of 1 standard 
deviation, it is of interest to estimate how much improve- 
ment would result from the direct determination of air den- 
sity, q, if practicable. From (9), 



TZ 



J* 



1 



M. 



[l - (1 - 18.0152 ) U 



M a 



100 



±£lJ\ 



(25) 



where M B = 28.963 + 12.011 (x C o 2 - 0.00033); recalling 
that q is the density of moist air. By substituting (25) in 
(22), 

(n-lW =0.0028426-4^-. 
M a 

(»-a 



h _ n _ 18.0152 ) U fe, 1 
L l M fl ' 100 P J 

- fe,Jl- (0.042922 - 0.000343 a 2 ) X 10" 8 . (26) 
J 100 

The uncertainties in the various parameters in (25), other 
than q and (n — 1)„ are taken from [2]. The resulting overall 
uncertainty in the calculated (n-\) TPe , are ± 1.9 X 10" 8 
random and ± 1.8 X 10" 8 systematic. The uncertainty due 
to the effect on M a of a variation of x C o 2 > 1-1 x 10" 8 per 
0.0001, has necessarily not been included. It can be con- 
cluded that even it the uncertainty in a direct determination 
of q were negligible, the uncertainty in (n — l) r p,. due to the 
uncertainties in the various variables and parameters would 
be reduced by a factor of about 2.5. The major contributors 
to the uncertainty in (n — \) T p.- are the uncertainties in R, 
M a and U. 

5. Conclusions 

Jones's air density equation [2], Edlen's [1] dispersion for- 
mula for standard air, and Edlen's empirically-derived ex- 
pressions for the effects of C0 2 abundance and water vapor 
partial pressure on refractivity have been combined into a 
simple refractivity of air equation, and estimates have been 
made of uncertainties in calculated refractivity. 

The general equation is (22), which is valid in the visible 
region; tables of Z,f and e, have been included in the ap- 
pendix of this paper. The overall estimated uncertainty is 
about ± 1 X 10" 7 at the level of the equivalent of 1 stan- 



dard deviation. The major contributors to the uncertainty 
in refractivity are the uncertainties in the measurements of 
pressure and temperature. The magnitude of the uncertain- 
ty due to variation in C0 2 concentration can approach that 
of the uncertainties due to the pressure and temperature 
measurements. Therefore, the C0 2 concentration should be 
treated as a variable and should be observed. 

If it were practicable to make a direct measurement of air 
density representative of the air path, the uncertainty in 
calculated refractivity due to the uncertainties in the vari- 
ous variables and parameters would be reduced by a factor 
of about 2.5. 



The author is pleased to express his thanks to John S. 
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7. Appendix 



TABLE 1. Compressibility factor, Z, for air containing reasonable amounts of CO2 [2] 



Temperature 


Pres 


sure 


Rel 


ative Humidity in 


Percent 




Temperature Pressure 




Relative 


Humidity 


in Percent 




(Celsius) 


(pascals) 


(ran Hg) 





25 


50 


75 


100 


(Celsius) (pascals 


(mm Hg) 





25 


50 


75 


100 


15.0 


70000 


525.0 


.99971 


.99970 


.99968 


.99967 


.99965 


22.0 70000 


525.0 


.99975 


.99974 


.99972 


.99969 


.99966 




75000 


562.5 


.99969 


.99968 


.99966 


.99965 


.99963 


75000 


562.5 


.99974 


.99972 


.99970 


.99968 


.99964 




80000 


600.0 


.99966 


.99966 


.99964 


.99963 


.99961 


80000 


600.0 


.99972 


.99971 


.99969 


.99966 


.99963 




85000 


637.6 


.99964 


.99963 


.99962 


.99961 


.99959 


85000 


637.6 


.99970 


.99969 


.99967 


.99964 


.99961 




90000 


675.1 


.99962 


.99961 


.99960 


.99959 


.99957 


90000 


675.1 


.99968 


.99967 


.99965 


.99963 


.99960 




95000 


712.6 


.99960 


.99959 


.99958 


.99957 


.99955 


95000 


712.6 


.99967 


.99965 


.99963 


.99961 


.99958 




100000 


750.1 


.99958 


.99957 


.99956 


.99955 


.99953 


100000 


750.1 


.99965 


.99964 


.99962 


.99960 


.99957 




101325 


760.0 


.99958 


.99957 


.99956 


.99954 


.99953 


101325 


760.0 


.99965 


.99963 


.99961 


.99959 


.99956 




105000 


787.6 


.99956 


.99955 


.99954 


.99953 


.99951 


105000 


787.6 


.99963 


.99962 


.99960 


.99958 


.99955 




110000 


825.1 


.99954 


.99953 


.99952 


.99951 


.99949 


110000 


825.1 


.99962 


.99960 


.99958 


.99956 


.99954 


16.0 


70000 


525.0 


.99971 


.99970 


.99969 


.99967 


.99965 


23.0 70000 


525.0 


.99976 


.99975 


.99972 


.99969 


.99966 




75000 


562.5 


.99969 


.99968 


.99967 


.99965 


.99963 


75000 


562.5 


.99974 


.99973 


.99971 


.99968 


.99964 




SOOOO 


600.0 


.99967 


.99966 


.99965 


.99963 


.99962 


80000 


600.0 


.99973 


.99971 


.99969 


.99966 


.99963 




85000 


637.6 


.99965 


.99964 


.99963 


.99961 


.99960 


85000 


637.6 


.99971 


.99969 


.99967 


.99965 


.99962 




90000 


675.1 


.99963 


.99962 


.99961 


.99959 


.99958 


90000 


675.1 


.99969 


.99968 


.99966 


.99963 


.99960 




95000 


712.6 


.99961 


.99960 


.99959 


.99958 


.99956 


95000 


712.6 


.99968 


.99966 


.99964 


.99962 


.99959 




100000 


750.1 


.99959 


.99958 


.99957 


.99956 


.99954 


100000 


750.1 


.99966 


.99964 


.99962 


.99960 


.99957 




101325 


760.0 


.99959 


.99958 


.99956 


.99955 


.99953 


101325 


760.0 


.99965 


.99964 


.99962 


.99960 


.99957 




105000 


787.6 


.99957 


.99956 


.99955 


.99954 


.99952 


105000 


787.6 


.99964 


.99963 


.99961 


.99958 


.99956 




110000 


825.1 


.99955 


.99954 


.99953 


.99952 


.99950 


110000 


825.1 


.99963 


.99961 


.99959 


.99957 


.99954 


17.0 


70000 


525.0 


.99972 


.99971 


.99970 


.99968 


.99966 


24.0 70000 


525.0 


.99977 


.99975 


.99973 


.99969 


.99965 




75000 


562.5 


.99970 


.99969 


.99968 


.99966 


.99964 


75000 


562.5 


.99975 


.99973 


.99971 


.99968 


.99964 




80000 


600.0 


.99968 


.99967 


.99966 


.99964 


.99962 


80000 


600.0 


.99973 


.99972 


.99970 


.99967 


.99963 




85000 


637.6 


.99966 


.99965 


.99964 


.99962 


.99960 


85000 


637.6 


.99972 


.99970 


.99968 


.99965 


.99962 




90000 


675.1 


.99964 


.99963 


.99962 


.99960 


.99958 


90000 


675.1 


.99970 


.99969 


.99966 


.99964 


.99960 




95000 


712.6 


.99962 


.99961 


.99960 


.99958 


.99956 


95000 


712.6 


.99968 


.99967 


.99965 


.99962 


.99959 




100000 


750.1 


.99960 


.99959 


.99958 


.99956 


.99954 


100000 


750.1 


.99967 


.99965 


.99963 


.99961 


.99957 




101325 


760.0 


.99960 


.99959 


.99957 


.99956 


.99954 


101325 


760.0 


.99966 


.99965 


.99963 


.99960 


.99957 




105000 


787.6 


.99958 


.99957 


.99956 


.99954 


.99953 


105000 


787.6 


.99965 


.99964 


.99962 


.99959 


.99956 




110000 


825.1 


.99956 


.99955 


.99954 


.99952 


.99951 


110000 


825.1 


.99964 


.99962 


.99960 


.99957 


.99954 


18.0 


70000 


525.0 


.99973 


.99972 


.99970 


.99968 


.99966 


25.0 70000 


525.0 


.99977 


.99976 


.99973 


.99970 


.99965 




75000 


562.5 


.99971 


.99970 


.99968 


.99966 


.99964 


75000 


562.5 


.99976 


.99974 


.99971 


.99968 


.99964 




80000 


600.0 


.99969 


.99968 


.99966 


.99964 


.99962 


80000 


600.0 


.99974 


.99972 


.99970 


.99967 


.99963 




85000 


637.6 


.99967 


.99966 


.99964 


.99963 


.99960 


85000 


637.6 


.99973 


.99971 


.99968 


.99965 


.99962 




90000 


675.1 


.99965 


.99964 


.99962 


.99961 


.99959 


90000 


675.1 


.99971 


.99969 


.99967 


.99964 


.99960 




95000 


712.6 


.99963 


.99962 


.99961 


.99959 


.99957 


95000 


712.6 


.99969 


.99968 


.99965 


.99962 


.99959 




100000 


750.1 


.99961 


.99960 


.99959 


.99957 


.99955 


100000 


750.) 


.99968 


.99966 


.99964 


.99961 


.99958 




101325 


760.0 


.99961 


.99960 


.99958 


.99957 


.99955 


101325 


760.0 


.99967 


.99966 


.99963 


.99961 


.99957 




105000 


787.6 


.99959 


.99958 


.99957 


.99955 


.99953 


105000 


787.6 


.99966 


.99964 


.99962 


.99960 


.99956 




110000 


825.1 


.99957 


.99956 


.99955 


.99953 


.99951 


110000 


825.1 


.99965 


.99963 


.99961 


.99958 


.99955 


19.0 


70000 


525.0 


.99973 


.99972 


.99971 


.99968 


.99966 


26.0 70000 


525.5 


.99978 


.99976 


.99973 


.99970 


.99965 




75000 


562.5 


.99972 


.99970 


.99969 


.99967 


.99964 


75000 


562.5 


.99976 


.99975 


.99972 


.99968 


.99964 




80000 


600.0 


.99970 


.99968 


.99967 


.99965 


.99963 


80000 


600.0 


.99975 


.99973 


.99970 


.99967 


.99963 




85000 


637.6 


.99968 


.99967 


.99965 


.99963 


.99961 


85000 


637.6 


.99973 


.99971 


.99969 


.99966 


.99961 




90000 


675.1 


.99966 


.99965 


.99963 


.99961 


.99959 


90000 


675.1 


.99972 


.99970 


.99967 


.99964 


.99960 




95000 


712.6 


.99964 


.99963 


.99961 


.99960 


.99957 


95000 


712.6 


.99970 


.99968 


.99966 


.99963 


.99959 




100000 


750.1 


.99962 


.99961 


.99959 


.99958 


.99956 


100000 


750.1 


.99969 


.99967 


.99964 


.99961 


.99958 




101325 


760.0 


.99962 


.99960 


.99959 


.99957 


.99955 


101325 


760.0 


.99968 


.99966 


.99964 


.99961 


.99957 




105000 


787.6 


.99960 


.99959 


.99958 


.99956 


.99954 


105000 


787.6 


.99967 


.99965 


.99963 


.99960 


.99956 




110000 


825.1 


.99958 


.99957 


.99956 


.99954 


.99952 


110000 


825.1 


.99966 


.99964 


.99961 


.99959 


.99955 


20.0 


70000 
75000 
80000 
85000 
90000 
95000 
100000 
101325 
105000 
110000 


525.0 
562.5 
600.0 
637.6 
675.1 
712.6 
750.1 
760.0 
787.6 
825.1 


.99974 
.99972 
.99970 
.99969 
.99967 
.99965 
.99963 
.99963 
.99961 
.99959 


.99973 
.99971 
.99969 
.99967 
.99966 
.99964 
.99962 
.99961 
.99960 
.99958 


.99971 
.99969 
.99967 
.99966 
.99964 
.99962 
.99960 
.99960 
.99958 
.99957 


.99969 
.99967 
.99965 
.99964 
.99962 
.99960 
.99958 
.99958 
.99957 
.99955 


.99966 
.99964 
.99963 
.99961 
.99959 
.99958 
.99956 
.99956 
.99954 
.99953 


27.0 70000 
75000 
80000 
85000 
90000 
95000 
100000 
101325 
105000 
110000 


525.0 
562.5 
600.0 
637.6 
675.1 
712.6 
750.1 
760.0 
787.6 
825.1 


.99979 
.99977 
.99976 
.99974 
.99973 
.99971 
.99970 
.99969 
.99968 
.99966 


.99977 
.99975 
.99974 
.99972 
.99971 
.99969 
.99968 
.99967 
.99966 
.99965 


.99974 
.99972 
.99971 
.99969 
.99968 
.99966 
.99965 
.99965 
.99964 
.99962 


.99969 
.99968 
.99967 
.99966 
.99964 
.99963 
.99962 
.99961 
.99960 
.99959 


.99964 
.99963 
.99962 
.99961 
.99960 
.99959 
.99958 
.99957 
.99956 
.99955 


21.0 


70000 
75000 
80000 
85000 
90000 
95000 
100000 
101325 
105000 
11O000 


525.0 
562.5 
600.0 
637.6 
675.1 
712.6 
750.1 
760.0 
787.6 
825.1 


.99975 
.99973 
.99971 
.99969 
.99968 
.99966 
.99964 
.99964 
.99962 
.99960 


.99973 
.99972 
.99970 
.99968 
.99966 
.99965 
.99963 
.99962 
.99961 
.99959 


.99971 
.99970 
.99968 
.99966 
.99965 
.99963 
.99961 
.99961 
.99959 
.99958 


.99969 
.99967 
.99966 
.99964 
.99962 
.99961 
.99959 
.99959 
.99957 
.99956 


.99966 
.99964 
.99963 
.99961 
.99960 
.99958 
.99956 
.99956 
.99955 
.99953 


28.0 70000 
75000 
80000 
85000 
90000 
95000 
100000 
101325 
105000 
110000 


525.0 
652.5 
600.0 
637.6 
675.1 
712.6 
750.1 
760.0 
787.6 
825.1 


.99979 
.99978 
.99976 
.99975 
.99973 
.99972 
.99970 
.99970 
.99969 
.99967 


.99977 
.99976 
.99974 
.99973 
.99971 
.99970 
.99968 
.99968 
.99967 
.99965 


.99974 
.99972 
.99971 
.99970 
.99968 
.99967 
.99966 
.99965 
.99964 
.99963 


.99969 
.99968 
.99967 
.99966 
.99965 
.99963 
.99962 
.99962 
.99961 
.99959 


.99964 
.99963 
.99962 
.99961 
.99960 
.99959 
.99958 
.99957 
.99956 
.99955 
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TABLE 2. Values of enhancement factor, f, calculated [2] from 
Hyland's data [16] 



70 000 


1.0030 


1.0031 


1.0032 


1.0034 


75 000 


1.0032 


1.0033 


1.0034 


1.0035 


80 000 


1.0033 


i.0034 


1.0035 


1.0037 


85 000 


1.0035 


1.0036 


1.0037 


1.0038 


90 000 


1.0036 


1.0037 


1.0038 


1.0040 


95 000 


1.0038 


1.0039 


1.0040 


1.0041 


100 000 


1.0039 


1.0040 


1.0042 


1.0043 


101 325 


1.0040 


1.0041 


1.0042 


1.0043 


105 000 


1.0041 


1.0042 


1.0043 


1.0045 


110 000 


1.0043 


1.0043 


1.0045 


1.0046 



TABLE 3. Values of saturation water vapor pressure, e , calculated 
using formulation of Wexler and Greenspan [17] 
e,., pascals 
Temperature, C 



15 16 17 

.00 1705 1818 1938 

.05 1711 1824 1944 

.10 1716 1830 1950 

.15 1722 1836 1956 

.20 1727 1841 1962 

.25 1733 1847 1968 

.30 1738 1853 1975 

.35 1744 1859 1981 

.40 1749 1865 1987 

.45 1755 1871 1994 

.50 1761 1877 2000 

.55 1766 1883 2006 

.60 1772 1889 2012 

.65 1778 1895 2019 

.70 1783 1901 2025 

.75 1789 1907 2032 

.80 1795 1913 2038 

.85 1801 1919 2044 

.90 1806 1925 2051 

.95 1812 1931 2057 



2064 


2197 


2338 


2487 


2644 


2810 


2985 


3169 


3363 


3567 


2070 


2204 


2346 


2495 


2652 


2818 


2994 


3178 


3372 


3577 


2077 


2211 


2353 


2503 


2660 


2827 


3003 


3188 


3382 


3588 


2083 


2218 


2360 


2510 


2669 


2836 


3012 


3197 


3392 


3598 


2090 


2225 


2367 


2518 


2677 


2844 


3021 


3207 


3402 


3609 


2097 


2232 


2375 


2526 


2685 


2853 


3030 


3216 


3413 


3619 


2103 


2239 


2382 


2533 


2693 


2861 


3039 


3226 


3423 


3630 


2110 


2246 


2390 


2541 


2701 


2870 


3048 


3235 


3433 


3641 


2116 


2253 


2397 


2549 


2709 


2879 


3057 


3245 


3443 


3651 


2123 


2260 


2404 


2557 


2718 


2887 


3066 


3255 


3453 


3662 


2130 


2267 


2412 


2565 


2726 


2896 


3075 


3264 


3463 


3673 


2136 


2274 


2419 


2573 


2734 


2905 


3085 


3274 


3473 


3683 


2143 


2281 


2427 


2580 


2743 


2914 


3094 


3284 


3484 


3694 


2150 


2288 


2434 


2588 


2751 


2922 


3103 


3294 


3494 


3705 


2157 


2295 


2442 


2596 


2759 


2931 


3112 


3303 


3504 


3716 


2163 


2302 


2449 


2604 


2768 


2940 


3122 


3313 


3515 


3727 


2170 


2310 


2457 


2612 


2776 


2949 


3131 


3323 


3525 


3738 


2177 


2317 


2464 


2620 


2785 


2958 


3140 


3333 


3535 


3749 


2184 


2324 


2472 


2628 


2793 


2967 


3150 


3343 


3546 


3759 


2190 


2331 


2480 


2636 


2801 


2976 


3159 


3353 


3556 


3770 
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